Fetal Neurological Assessment Using Noninvasive Magnetoencephalography

Curtis L. Lowery, MD\textsuperscript{a,b,*}, Rathinaswamy B. Govindan, PhD\textsuperscript{b}, Hubert Preissl, PhD\textsuperscript{b}, Pam Murphy, BSN, RN\textsuperscript{a,b, and Hari Eswaran, PhD\textsuperscript{b}}

\textsuperscript{a}Division of Maternal-Fetal Medicine, Department of Obstetrics and Gynecology, University of Arkansas for Medical Sciences, 4301 West Markham Street, #518, Little Rock, AR 72205, USA

\textsuperscript{b}Department of Obstetrics and Gynecology, University of Arkansas for Medical Sciences, 4301 West Markham Street, #518, Little Rock, AR 72205, USA

\textbf{Keywords}

Magnetoencephalography; Fetus; Neonates; Brain activity

The maturational process of the developing brain is reflected by changes in fetal behavior patterns, both spontaneous and induced, which can be observed over gestation. Herschkowitz\textsuperscript{1} tabulates the time line for the development of these prenatal activities in terms of weeks of gestational age (GA). Some important features include reflex response elicited by touch (7 GA), limb movements (10 GA), coordinated movements (16 GA), slow (16 GA) and rapid (23 GA) eye movements, cyclic motor activity (21 GA), startle response to vibroacoustic stimulation (24 GA), response to light (28 GA), sleep cycles (34 GA), regular breathing movements (35 GA), and habituation to repeated vibrotactile stimulation (38 GA).

It is clear that to track functional development in the fetal brain we must be able to reliably monitor its biophysical signals during gestation. Fetal brain activity was first recorded noninvasively by Lindsey\textsuperscript{2} in 1942 using abdominal electrodes; however, technological limitations of the time yielded poor-quality signals. Advances in technology over the past decade have enabled researchers to investigate directly the functional development of the fetal brain through two emerging techniques: functional magnetic resonance imaging (fMRI)\textsuperscript{3,4} and fetal magnetoencephalography (MEG).\textsuperscript{5} There are several advantages and disadvantages to both techniques. fMRI has inherent limitations and safety issues, but delivers both functional and anatomical information. In contrast, fetal MEG is a noninvasive method with superior temporal resolution, but does not provide any direct anatomical information. The technique of fetal MEG stems from that of adult MEG, which is a well-established investigational tool.\textsuperscript{6,7} MEG records magnetic signals generated by electrical currents in biological tissue.\textsuperscript{8} In contrast to electric currents, magnetic signals are not distorted by the different layers of biological tissue.\textsuperscript{9} Because MEG has the capacity to record nondistorted magnetic signals directly in a noninvasive manner, it is uniquely suited to the study of the magnetic fields generated in the fetal brain.

\textsuperscript{*}Corresponding author. Department of Obstetrics and Gynecology, University of Arkansas for Medical Sciences, 4301 West Markham Street, #518, Little Rock, AR 72205. lowerycurtisl@uams.edu (C.L. Lowery).
NONINVASIVE DEVICE FOR RECORDING FETAL BRAIN ACTIVITY

SARA (SQUID Array for Reproductive Assessment) is a unique MEG device designed for the noninvasive recording of fetal brain activity. Funding was obtained in 1998 for its construction at the University of Arkansas for Medical Sciences, where it has been in successful operation since 2000. SARA was designed to fill a great need in current fetal evaluation techniques: the need for direct assessment and monitoring of the neurological status of the fetus. These measurements are of significant clinical benefit because they provide a method to assess those fetuses at risk for brain damage in utero, and are especially important in the management of high-risk maternal conditions. Conditions that increase the risk for organ damage in the fetus and particularly the risk of hypoxia to the developing brain include maternal diabetes, hypertension, and other diseases, or maternal activities (eg, smoking) that cause fetal growth restriction. Because SARA can record signals within the mother’s abdomen related to changes in electrical flow, applications that are possible include measurement of fetal heart activity, uterine contractile activity, and fetal body movement. A cradle that fits the SARA sensor array has been designed to enable MEG studies in the newborn that can then be correlated with previous fetal studies. In this review, we provide a general overview of the technology and its potential application to fetal medicine. A large number of studies that have been conducted and published describing this device since it was brought into operation are referenced throughout the article.5,10–20

RECORDING METHODS

The SARA system’s array of 151 primary sensors is curved to fit the shape of the maternal abdomen (Fig. 1). In addition, 29 reference SQUID sensors are located at a distance away from the mother and fetus and are used to detect and attenuate the ambient environmental magnetic noise and vibration signals. To monitor the neurological status of the fetus, we have performed serial studies (starting at 28 weeks of gestation) of the fetal auditory evoked response (AER), 10–13 visual evoked response (VER),14,15 and spontaneous brain activity.16,17 Current clinical studies are aimed at improving the monitoring methods of maternal-fetal health and assisting physicians in better management of pregnancy and labor.

All studies performed using SARA were approved by the University of Arkansas for Medical Sciences–Human Research Advisory Committee, and consent was obtained from all subjects. The routine recording sessions range from 6 to 12 minutes in a continuous mode at a sampling rate of 312.5 Hz and a bandpass of dc to 100 Hz. The position and orientation of the mother’s abdomen, relative to the sensor array, are determined using three localization coils placed at fiduciary points on the mother’s right and left sides, and spine at the level of the umbilicus. These coils do not interfere with the MEG recordings. Fetal head position is defined using a portable ultrasound scanner when the patient sits in front of the array. The ultrasound probe is placed on the surface of the maternal abdomen exactly over the fetal head. A fourth localization coil is then attached to the maternal abdomen to provide additional positional information related to sensor coordinates. The ultrasound examination to evaluate fetal head position is repeated at the end of the study.

AUDITORY EVOKED RESPONSES

The AER is the neuroelectric response of the auditory system in the brainstem, midbrain, and the cortex to sound stimulation. A large number of components have been described in the human averaged auditory evoked potential. These components can be divided into brainstem (first 10 milliseconds), middle latency (40 milliseconds), and long latency (50 to 250 milliseconds). Several authors21–23 have reviewed the utility of evoked responses in predicting neurological outcome in neonates. It is generally agreed that AERs are useful in diagnosing hearing loss24 and are associated with neuromotor impairment, but produce a high
rate of false negative results. Some of these negative results may be a consequence of the sensitivity of evoked responses to time elapsed following injury, arguing for the earliest possible measurements (eg, fetus in utero). Tharp associated fetal brain injury with the development of abnormal evoked response in the newborn and also suggested that hydrocephalus can produce severe changes in the brainstem auditory evoked response.

Several studies show that the auditory evoked response is a useful predictor of brain death. Hepper and Shahidullah reported that as early as the 19th week of gestation, fetuses showed motor responses to pure tone stimuli in the low frequency range of human hearing (500 Hz). They demonstrated that by the 27th week of gestational age, 96% of fetuses in their study responded to 250-Hz and 500-Hz tones. Furthermore, 100% of fetuses responded to tones with frequencies of 1000 Hz and 3000 Hz at 33 and 35 weeks of gestational age, respectively.

Based on these early studies, the standard auditory stimulus used by fetal MEG researchers is a tone burst. The experimental protocols we have tested include the following parameters: Frequency—500 Hz to 1 kHz, Duration—100 ms to 1 s, Interstimulus Interval—1 to 2 s, and Intensity (measured outside in the air)—100 to 120 dB. The auditory stimuli were generated using STIM software (Neurosoft, El Paso, TX). The sound stimulation was delivered to the maternal abdomen overlying the fetal head from a speaker mounted outside the magnetically shielded room, through plastic tubing with an inflated balloon at the distal end. The sound intensity was measured in the air, both at the air-filled bag (120 dB) and in the shielded room (100 dB). For the newborn studies, the balloon was suspended in the midline over the cradle above the newborn’s head. Each ear was stimulated separately by turning the baby appropriately with one ear exposed to the direction of the sound. The auditory evoked potentials were sampled at a frequency of 312.5 Hz from 151 magnetic sensors for 6 epochs lasting 1 minute each.

The general approach of most fetal AER studies is to search for an evoked component around 200 ms, which is interpreted as a delayed component corresponding to the adult N100. Various fetal MEG investigators (including our group) have recorded peak AER amplitude ranging from approximately 30 to 175 fT and the latency of the primary response component from 125 to over 200 ms. Fig. 2 shows a representative response with 500-ms tone duration obtained from a 33-week fetus.

VISUAL EVOKED RESPONSES

Woods and Plessinger recorded VERs in fetal lambs using implanted scalp electrodes. Their studies demonstrated that the visual system develops progressively during fetal life and is functional before birth. Also, the few studies conducted on human fetuses have observed changes in fetal behavioral states, including heart rate pattern, body movements, and eye movements, in response to visual stimulation. Based on the fact that light stimulus has been successfully used to measure the visual functional development of preterm and term newborns, we investigated the response to light generated by fetal visual cortical areas. We developed a flash visual stimulus system, based on stimulus parameters used for observing fetal behavioral patterns, to elicit the VER. The light source, located outside the shielded room, uses a light emitting diode (LED) array (Opto Technology model OTL630A-5-10-66-E, wavelength 625 nm). A 7-7 m long fiber-optic cable channels the light flash from the LED array (outside the shielded room) to the maternal abdomen. One end of the light guide is attached to a light source and the other end to an 18-in, plastic, multifiber dispersing device. The light delivered to the maternal abdomen is very safe and similar to the level used in other studies. The LED array emits light at wavelength of 629 nm, which is in the visible range (red light). The peak illuminance at the exit of the fiber-optic cable, measured over 33 ms...
duration light pulse, was 8800 lux. This light pulse was considered safe for the fetus because it is of short duration, contains no short wavelength radiation, and has intensity much lower than sunlight on a bright day (approximately 100,000 lux). Also, the radiant power was 2.79 microwatt/sq-cm in a 33-ms pulse, which is less than a continuous source, eg, a 60-W light bulb; therefore, the issue of thermal damage to tissues does not arise. Preliminary feasibility studies\textsuperscript{14} were done with 33-ms flash stimuli, and more recent studies\textsuperscript{15} were performed using 100- and 500-ms duration stimuli with an ISI of 2 seconds. Fig. 3 shows an averaged VER observed at a latency of 350 ms from 180 light flashes presented to a fetus.

The results of our light studies have shown a decrease in latency over gestation in low-risk fetuses. These results are similar to newborn studies that have shown the shortening of latencies of evoked responses\textsuperscript{35–38} with increasing age, suggesting the ongoing maturation of the visual system. These latencies provide information about the maturation of the visual pathway. Increased myelination results in faster conduction along the nerve fibers, resulting in decreased latency values.

**FETAL STUDIES IN HIGH-RISK PREGNANCIES**

Evoked responses and the spectral power of the spontaneous activity have been analyzed in 170 high-risk pregnancies. High-risk and low-risk fetuses have been compared.\textsuperscript{19}

AERs were investigated in growth-restricted fetuses compared with fetuses of adequate growth. AER latencies of the controls were consistent with existing literature. This study was based on 73 recordings starting at 27 weeks of gestation on 29 pregnant mothers carrying singleton fetuses. Subjects with known chromosomal abnormalities, fetal infections, and stillbirths were excluded. Of the 29 mothers, 15 had uncomplicated pregnancies of adequately growing fetuses and were recruited as control subjects. The remaining 14 women had fetuses with estimated weights below the 10th percentile for gestational age (GA) by ultrasound measurement according to the method of Hadlock and colleagues.\textsuperscript{39} After birth, the prenatally classified growth-restricted group was sub-classified as asymmetric and symmetric fetal growth, depending on their growth pattern by ponderal index (PI). Overall, growth-restricted fetuses showed a delay in maturation of auditory-evoked responses\textsuperscript{20} as compared with longitudinal studies on low-risk pregnancies. Further, symmetrically growth-retarded fetuses (SGF) had the longest latencies after adjusting for gestational age. When compared with that of normal fetuses, the latency delay for SGF was significantly longer, as was the latency delay for SGF pooled with asymmetrically growth-retarded fetuses (AGF). The latency delay for AGF alone was not statistically significant.

Spontaneous activity powers were estimated in the four frequency bands (delta, theta, alpha, and beta) and compared between the high-risk and low-risk groups using Student $t$ test; a $P$ value less than .10 was considered to be statistically significant. There was a significant difference between the groups in at least one of the spectral bands. The 12 spontaneous recordings in this group were from fetuses that were determined to be growth restricted (IUGR) by ultrasound measurements of estimated fetal weight below the 10th percentile for gestational age, which ranged from 29 to 39 weeks’ gestation. Normalized spectral power for each of the spontaneous recordings was computed. Further, fetal spectral power was plotted in each of the four bands in relation to the neonatal outcome, based on standard birth weight classification of newborns. Of the four bands, the normalized spectral power of the theta band showed a significant difference between the two groups. The mean of theta band after birth in the SGA group was 0.063 (SD 0.007), whereas the mean of the appropriate for gestational age (AGA; >10th percentile for gestational age) group was 0.050 (SD 0.004). In summary, although ultrasound showed that 12 fetuses had evidence of growth restriction, this was confirmed in only five infants at birth, all of whom had higher spectral power in the theta band on their MEG.
recordings. The high false positive rate of projected IUGR based solely on ultrasound measurements is well known. However, in this group of 12 fetuses, the SARA system was able to differentiate those who were truly growth restricted from those who had normal growth at birth. The addition of this kind of physiological assessment to standard morphometric testing would be of great benefit in the effort to reliably diagnose the physiologically affected fetus.

**SUMMARY**

Should the diagnostic accuracy of spontaneous fetal MEG be validated in pregnancies at risk for fetal neurological impairment, this technique will prove highly useful in managing complications such as prematurity, in utero asphyxia, preeclampsia, fetal growth restriction, and exposure to neurodevelopmental toxins. Specifically, information on fetal neurological condition may assist timing of delivery in cases of chronic fetal stress by selecting the optimal mode and place of delivery for a compromised fetus. In future, information on fetal neurological condition may also assist the development of potential perinatal neuroprotective therapies. Currently, cost is a limiting factor for its routine clinical use. However, the benefit of this technology lies in the assessment of high-risk pregnancies because current antepartum fetal assessment tests suffer from a high false positive rate (50% to 75%). It is anticipated that MEG will develop as a secondary test after positive initial screening tests to reduce the high false positive rate in high-risk pregnancies that are currently referred to larger centers for follow-up assessment, thereby reducing the rate of unnecessary premature deliveries.

**Acknowledgments**

This study was supported by National Institutes of Health (NIH) grants NINDS/R01NS036277-08A1 and NIBIB/R01EB07826-01A1, USA.

**REFERENCES**


Fig. 1.
The left panel shows a pregnant subject seated on the SARA system. The right panels shows a neonate positioned in the cradle for a study.
Fig. 2.
A sample auditory evoked response from the fetus.
Fig. 3.
A sample visual evoked response from the fetus.